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Abstract 

For the microwave equivalent of "light shining through 
the wall" (LSW) experiments, a sensitive microwave detec- 
tor and very high electromagnetic shielding is required. The 
screening attenuation between the axion generating cavity 
and the nearby detection cavity should be greater than 300 
dB, in order to improve over presently existing exclusion 
limits. To achieve these goals in practice, a "box in a box" 
concept was utilized for shielding the detection cavity, while 
a vector signal analyzer was used as a microwave receiver 
with a very narrow resolution bandwidth in the order of a 
few micro-Hz. This contribution will present the experimen- 
tal layout and the results to date. 

MOTIVATION 

The axion is a hypothetical elementary particle, which 
emerged originally from a proposal by Peccei and Quinn, 
intended to solve the strong CP problem [1] in theoretical 
physics. The axion is neutral, only interacts weakly with 
matter, has a low mass 10~^eF/c^), spin zero, and a 
natural decay constant (to 2 photons) in the order of 10^^ 
years. The axion belongs to the family of Weakly Interacting 
Sub-eV Particles (WISP). Another WISP, closely related to 
the axion is the paraphoton or hidden photon. The existence 
of these WISPs could not be confirmed yet and all experi- 
mental efforts to date have so far produced only exclusion 
results. Nevertheless there is strong motivation to advance 
the experimental "low energy frontier" as the axion is the 
most popular solution for the strong CP-problem. Many 
WISPs are also excellent candidates for dark matter and 
explain numerous astrophysical phenomena. 

EXPERIMENTAL SETUP 

WISPs can be probed in the laboratory by "Light Shining 
through the Wall" (LSW) experiments. They exploit the 
very weak coupling to photons, allowing an indirect proof 
of the otherwise hidden particles without relying on any 
cosmological assumptions. Previous LSW experiments have 
been carried out with optical laser light at DESY (ALPS), 
CERN (OSQAR) and Fermilab (GammeV). 

The concept of an optical LSW experiment can be 
adapted to microwaves [2, 3]. A block diagram of the setup 
is shown in Fig. 1, it consists of two identical low loss mi- 
crowave cavities with a diameter of 140 mm, a height of 120 
mm and a spacing between them of 150 mm. One serves 
as WISP emitter and is excited by an external microwave 
source. It develops a strong electromagnetic (EM) field. 




Electrical to optical converter ^ Optical to electrical converter 

Figure 1: Block diagram of the experiment 

which corresponds to a large amount of microwave photons 
7. Theory predicts that some of these photons convert to 
paraphotons 7' by kinetic mixing (similar to neutrino os- 
cillations) or - if the cavities are placed in a strong static 
magnetic field - to axion-like particles by the Primakoff ef- 
fect [1]. Both particles only interact very weakly with matter 
(similar to neutrinos in this respect) and thereby, in contrast 
to the photons, can traverse the cavity walls. Some WISPs 
propagate towards the detection cavity, which is connected 
to a very sensitive microwave receiver. The reciprocal con- 
version process transforms WISPs to microwave photons, 
which can be observed as an excitation of the seemingly 
empty and well shielded detection cavity. Since there is no 
energy loss associated with the WISP conversion process, 
the regenerated photons in the detecting cavity have exactly 
the same energy as the photons in the emitting cavity. Thus, 
the signal which is coupled out from the detection cavity 
has the same frequency as the one which is generated on 
the emitting side, making a narrowband receiving concept 
feasible. 

This paper will focus on the latest exclusion results for 
paraphotons from the microwave WISP search at CERN. 
In a future upgrade, an additional magnet will allow the 
search for axions. 

Considering current exclusion limits, it takes > 10^^ pho- 
tons on the emitting side to generate one photon on the 
detection side, making this the most challenging aspect of 
an LSW experiment. The expected output power (or pho- 
ton flux) from the detecting cavity towards the microwave 
receiver due to paraphotons is given by Eq. 1, 
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where Qem and Qdet are the loaded Q factors of emitting 
and detection cavity, fsys is the frequency where the experi- 
ment is carried out (and to which the cavities are tuned), h is 
Planck's constant and G is a dimensionless geometric form 
factor in the order of 1 , describing the position, shape and 



Table 1: parameters of the paraphoton run in March 2012 
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resonating mode of the cavities [4]. The rest mass of hidden 
photons is a priori unknown and given by m^/ . The kinetic 
mixing parameter x describes the HkeHness of paraphoton - 
photon oscillations. A previous examination of Coloumb's 
law indicates that X < 3 • 10~^ in this energy range. 

If there is no significant signal detected, an exclusion 
result can be produced by determining x from the other 
known values. This provides a convenient way to compare 
the achieved sensitivity to other experiments. 

The parameters of the paraphoton experiment as it has 
been set up and carried out at CERN in March 2012, are 
summarized in Table 1 . As no paraphotons were observed, 
the corresponding exclusion limit in comparison to other 
experiments is shown in Fig. 2. 

ENGINEERING ASPECTS 

On the left side of Fig. 1, a commercial microwave source 
is shown, which generates a signal on /sys (see Table 1) 
which is amplified up to 50 W and drives the emitting cavity 
on its resonant frequency. 

Power is coupled in and out of each cavity with a small 
inductive coupling loop, adjusted for critical coupling to 
the TEoii mode. This mode has been chosen for its high 
Q-factor and reasonable coupling to paraphotons compared 
to other modes. The loaded Q-factor of the silver coated 
brass cavities has been determined by a network analyzer, 
their 3 dB bandwidth is BWsdB ~ 126 kHz. A tuning stub 
perturbing the H-field allows to compensate manufacturing 
tolerances within a bandwidth of ^ 10 MHz. 

Shielding is required around the detecting cavity and the 
microwave receiver to eliminate ambient electromagnetic 
interference (EMI) and to mitigate coupling to the emitting 
cavity by simple EM leakage. This would generate false 
positive results as a signal originating from leakage can 
not be distinguished from a signal propagating by WISP 
conversion. Within 15 cm, the field strength must be reduced 
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Figure 2: Exclusion limit for paraphotons as a result of the 
measurement-run at CERN in March 2012, compared to 
other experiments (details in [4]) 



by at least a factor of 7.7 • 10^^ = 258 dB to get meaningful 
results ^ 

The shielding box has been built from a straight 
piece of WR-2300 waveguide with the inside dimensions 
58x29x100 cm. Feeding all RF signals over optical fibres by 
analog transceivers prevents the propagation of EMI trough 
ordinary transmission lines. An optical ethernet link is used 
to remote control the signal analyser. 

Shielding effectiveness has been measured by compar- 
ing the electric field strength in- and outside the wall with 
a calibrated electric field probe and a spectrum analyzer. 
The shielding enclosure provides ^ 90 dB and each of the 
cavities provides an additional ^ 110 dB of shielding. The 
combined EM attenuation is ^ 310 dB, making thermal 
noise the limiting factor for the minimum detectable signal. 

For an exclusion result it is necessary to prove the detector 
is working and actually able to pick up any WISP related 
signals. Detection sensitivity will be limited if the resonant 
frequency of one or both cavities does not equal the system 
frequency /sys- This is especially delicate as the cavities are 
sensitive to temperature variations; their resonant frequency 
is inversely proportional to the thermal expansion coefficient 
of their wall material. For brass, a temperature change of 
AT = +2 K leads to a detuning of A/res = -112 kHz and 
a reflection of around half the input power back towards the 
amplifier. 

Thermal drift is more critical for the emitting cavity as 
it has to dissipate up to 50 W of heat by forced air cooling 
without any external temperature stabilization. Before data 
taking, the cavity was operated at full power and its resonant 
frequency was kept constant manually. After around 1 h, the 
cavity reached thermal equilibrium and no further tuning 
was necessary. The reflected power Prefl indicates how 
far the emitting cavity is off tune, and is minimized for 
/res = /sys- The relation is given in Eq. 2, 
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where Pine is the constant (±1%) and known incident RF 
power at the frequency /sys- Critical coupling has been 
assumed, with coupling losses and impedance mismatch 
not considered. Prefl is measured on a directional coupler, 
placed between power amplifier and cavity. 

Tuning the detecting cavity once before the measurement 
run is sufficient, as it does not dissipate any power and 
changes in the laboratory's ambient temperature are small 
enough. Its resonant frequency was estimated by evaluating 
the spectral noise power density Uq at the output of the low 
noise amplifier (LNA), given by Eq. 3 
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where G = 44.7 dB is the LNA's gain and /c^ is the 
boltzmann constant. Three noise temperature terms have to 



^For comparison, the signals from the Voyager 1 space probe, 14 light 
hours from earth, are currently attenuated by a factor of 240 dB (comparing 
the field strength in front of sending and receiving antenna) 



be considered, Tcav (^1 — |r|^^ describes the noise from 
the detecting cavity itself. Its noise temperature is fre- 
quency dependent by the reflection coefficient T. The max- 
imum occurs at /res and is equal to ambient temperature. 
^LNA = 32.4 K describes the intrinsic noise temperature of 
the amplifier. T{^^j^ \rf describes the noise temperature of 
the amplifier input, which emits a noise wave towards the 
cavity where it is reflected back. As the transmission line 
between amplifier and cavity is short 1 cm) and as the 
noise temperature of the cavity walls is significantly higher 
than the noise wave transmitted from the amplifier's input, a 
good estimate of the resonant frequency can be determined 
from the maximum of the noise power spectrum. This has 
been done before and after the actual experimental run, the 
results are shown in Fig. 3 and indicate no significant (big- 
ger than BWsdB) drift of the emitting cavity's resonant 
frequency. 

The output signal of the detecting cavity is coupled out, 
amphfied by the LNA (G = 44.7 dB) and then further pro- 
cessed by an Agilent EXA N9010A signal analyzer. The 
center frequency was set to f^ys + 4 Hz to avoid internal spu- 
rious signals appearing at interesting parts of the spectrum. 
The center frequency is shifted to baseband and the complex 
IQ signal is digitized with 20 Hz bandwidth. The 11.5 h 
long time record is stored for further processing. As the 
capture memory of the analyzer limits the maximum num- 
ber of continuously acquired samples to ^ 10^, a trade-off 
between recorded bandwidth and recording length had to be 
found. For this reason the signal analyzer will be replaced 
by a dedicated processing chain without this limitation for 
the future. 

For offline data processing the spectral power of the 
recorded noise like signals is estimated by Welch's method 
implemented in a python script. The time record is read 
and divided into segments overlapping by ^ 90%. Each 
segment is multiplied by a Hann window and the complex 
spectra are calculated by a fast Fourier transform. Averaging 
these spectra trades resolution bandwidth for less variance 
in the noise floor. For a 1 1.5 h long time trace, resolution 
bandwidths as narrow as BW^es = 24 /iHz can be achieved. 
The average noise floor is determined by Pn = BWres • ^o- 

The frequency error of RE- source and signal analyzer 
needs to be within ^l^res during the experimental run, oth- 
erwise the signal power will spread out over several bins 
in the spectrum, degrading the signal to noise ratio. While 
absolute frequency drifts are unavoidable, phase-locking RF- 
source and signal analyzer to a common 10 MHz frequency 
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Figure 3: Measured spectral noise power density before and 
after the 1 1.5 h measurement run, indicating /res 



Figure 4: Spectral noise power from the detecting cavity. 
The left diagram shows the min. and max. peaks of the 
recorded span, while the right diagram is zoomed 

reference allows to achieve a good relative frequency stabil- 
ity. This has been explained and successfully demonstrated 
down to BWres = 10 /iHz in [5]. 

Immediately before the actual measurement, a test run 
was conducted where the shielding box was left open to 
provoke EM leakage between the cavities. The resulting 
power spectrum contained a single peak, clearly above the 
noise floor, spanning only one single bin. Its absolute po- 
sition on the frequency axis was offset by 3 mHz due 
to the finite resolution of the RF source. As no parameters 
were changed after the test run and only the shielding box 
was closed, the WISP related signal is expected to appear 
at the same position in the spectrum. The peaks within a 
window of ±1.5 mHz around the expected signal do not 
exceed the peaks in other parts of the spectrum, as shown in 
Fig. 4. Therefore an exclusion result is produced by setting 
the minimum detectable power (Pdet = — 211 dBm) to the 
maximum peak within the frequency window. 

CONCLUSION 

No paraphotons were observed in the first measurement- 
run of the microwave WISP search at CERN, improving the 
existing exclusion limits. Several technical challenges, like 
> 300 dB EM shielding between the cavities, keeping them 
on tune during the 1 1.5 h measurement run and filtering the 
signal with a bandwidth of BWres = 24 /iHz, had to be 
overcome. 

We are grateful for the practical hints and assistance from 
M. Gasior and M. Thumm. Thanks to R. Jones, E. Jensen and the 
BE department management for support. 
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